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NVLAP Lab Code 200387-0.

‘Shipment.290.  Non Potable Water Chemistry

. Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
o : ID Target* Limits Limits
Sample: Non Potable Water Metals | and Il
Zinc, Total ** ug/L 9011  USGS 1680 1660*  1510-1820 1430 - 1900 Satisfactory
EPA Code: N/A Fpiy 142 passed out of 150 reported results.
Zinc; 'Tqﬁl-“ ug/L 9011 USGS 1672.80 1660 * 1510 - 1820 1430 - 1900 Satisfactory
_ EPACode: NIA 1447297 142 passed out of 150 reported results.

Sample: Non Potable Water Metals Ili

Molybdenum, Total ** ugfL 9011 USGS 239 250~ 222 -275
EPA Code: N/A 1-4471-97

. Molybdenum, Total ** ug/L 9011  USGS 24628 250" 222 - 275
EPA Code: N/A 1-4472-97

Sample: Non Potable Water Minerals

Chloride ** mg/L 9008 USGS 65.6 66.1" 597-729
EPA Code: N/A |-2057-85 1
Sulfate (as S04) ** mg/L 9008 USGS 91.68 91.8* 80.9 - 100
EPA Code: N/A |-2057-85 ’

Sample: Non Potable Water Minerals 1I

Calcium, Total ** mg/L 9037 USGS 850 852*  79.7-93.0
EPA Code: NIA 1-4471-97

Potassium, Total ** ma/L 9037 SM 18-20 168 175*  154-198
EPA Code: N/A 31208

Magnesium, Total ** mag/L 9037 USGS 265 274*  248-30.1
EPA Code: N/A 1-4471-97

Sodium, Total ** mg/L 9037 USGS 739 780*  70.1-855
EPA Code: N/A 1-4471-97

209 - 289 Satisfactory
93 passed out of 102 reported results.

209 - 289 Satisfactory
93 passed out of 102 reported results.

56.4-76.2 Satisfactory
30 passed out of 133 reported resuits.

76.1-105 Satisfactory
12 passed out of 114 reported results.

76.3-96.4 Satisfactory
86 passed out of 93 reported resulfs.
14.3-21.0 Satisfactory

83 passed out of 89 reported results.

235-315 Satisfactory
94 passed out of 98 reported results.

66.2-89.4 Satisfactory
87 passed out of 92 reported resuits.



